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ELECTRICITY
[CH. XX]
on one of the moveable coils is upwards while on the other i is downwards.
Fig. 232 a.
A moveable weight can slide on a graduated horizon arm attached to the beam, and a pointer at the end of t arm shews when the beam is in its horizontal position.
On  passing  the  current through  the  coils the be   .n is
deflected, and the weight must be shifted to bring the pc  nter back to its sighted position.
The  couple deflecting the  beam  is  proportional   t<    the,
square of the current, that restoiing it is proportional 1    the distance the weight has been shifted from the fulcrum.